Optical magnification has become an essential tool in rhinologic practice, especially following the popularisation of endoscopic procedures for nasal sinus surgery. We describe the use of VITOM ® technology in rhinoplasty, which to our knowledge has not been reported in the international literature to date. This approach to rhinoplasty markedly improves visualisation of the surgical field, thereby improving the understanding of the procedures and enhancing the teaching environment. Since VITOM ® technology works by combining the telescope with a standard endoscopic setting, video telescopic rhinoplasty may be easily and inexpensively performed in any ENT department provided with this instrumentation. 
Introduction
Optical magnification has become an essential tool in rhinologic practice, especially following the popularisation of endoscopic procedures for nasal sinus surgery. In recent years, endoscopic applications have also been reported in the field of rhinoseptoplasty 1 . In these cases, the main drawback is that surgical manoeuvres are limited due to the fact that only one hand is operative, since the other is used to handle the endoscope; hence, a three or four hand approach is usually required. For this reason, we developed, in the ENT department of Imola Hospital, a video telescopic approach to rhinoplasty that allows for high quality definition images, maintaining at the same time the use of two operating hands. This approach is based on a specially designed scope that is attached to a high definition digital camera and displayed on a HD video monitor. VITOM ® (Karl Storz Endoscopy, Tuttlingen, Germany) is an emerging technology aimed at providing enhanced visualisation of open procedures requiring magnification to all members of the operating team, useful for documenting uncommon cases, as well as for training and educational purposes. A few applications of this system have already been reported in neurosurgery, paediatric surgery, laryngology and gynaecology [2] [3] [4] [5] . In this preliminary study, we describe the use of VITOM ® technology in rhinoplasty, which to our knowledge has not been reported in the international literature to date.
Clinical techniques and technologies

VITOM
® is a 0° telescope with a diameter of 10 mm and a length of 10 cm, called exoscope, since it is positioned outside the body. The camera head is mounted on the proximal end of the telescope, illumination is provided by a cold light fountain Xenon 300 and images are displayed on a HD monitor. The device is placed in front of and above the patient's head, about 25 cm from the operating field and attached to a ceiling-mounted supporting arm. The limited dimension of the system does not encumber the operating field; it is comfortable for the operator to use who can choose to stay in a sitting or standing position. When the exoscope is positioned, details of lesions are anatomically observed on the monitor as fine vascularisation; cartilage and bone irregularities, as well as scars, are perfectly visible (Fig. 1) . In order to follow the flow of the operation, the supporting device can be rotated in the three planes of space allowing for fine movements of the scope (Figs. 2-4) . In this way, the operating field may be always centered on the screen even in case of inevitable movements of anatomical structures during operating manoeuvers such as elevations of the tunnels or osteotomies. This assessment is provided by the nurse or by the second operator.
Discussion
The rapid development in technology, during the last decade, has led to the use of new instruments in the field of rhinoplasty. Technological innovations, even if they cannot substitute traditional surgery, play a role in supporting consolidated techniques and sometimes become real alternatives. This apparent revolution in rhinoplasty is documented by the publication of numerous articles on the use of new instrumentations with a comparison of risks and benefits vs. traditional surgery. VITOM ® technology has been used in neurosurgery as an alternative to the operating microscope. VITOM ® dramatically has improved surgeon comfort and ease of operating by permitting the surgeon to stand upright and in a comfortable position and avoid the need to extend the arm or assume an awkward position commonly encountered when using the microscope for these approaches. Birck et al. 2 in a recent study of five patients undergoing infratentorial supracerebellar approaches for pineal region lesions, confirmed that surgery with the VITOM ® was more comfortable than with the operating microscope. Frykman PK et al. 3 found that VITOM ® provides excellent visualisation of paediatric operations with improved surgeon comfort and may serve as a substitute for loupes. Carlucci et al. 4 have recently proposed this technology as an alternative to the operating microscope in endoscopic laryngeal surgery. Vercellino et al. 5 compared the quality of loop excision using a colposcope using the VITOM ® system and concluded that VITOM ® is a safe and reliable system that can achieve results comparable to those obtained with conventional colposcopy. The potential advantages include patient and trainee involvement in examination, decision making and documentation.
Conclusions
VITOM ® technology markedly improves the visualisation during interventions, thereby improving the understanding of the procedures and enhancing the teaching environment. The system is associated with a computer that is capable of capturing images and video sequences, and storing data. This enable trainees to review the sequence of critical steps of operations to prepare for future cases. The VITOM ® permits a natural head and neck position, allowing the surgeon to operate from a comfortable posture without increased operative time or complications. The improved comfort levels may translate into safer and more accurate surgeries. Since VITOM ® works by combining the telescope with a standard endoscopic setting, video telescopic rhinoplasty may be easily and inexpensively performed in any ENT department equipped with this instrumentation.
